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User Manual

RedEye Heating Belt

Model: RedEye W

*Please read the user manual carefully before use. 



• Fast heating with makes you warm in a 

few seconds.

• Stable heating without varied 

temperatures during a session. 

• Safe heating with flexible heating 

materials and washable. 

Large Area

Fast Heating

High 
Breathability

Before use After use

Emission rate 82% of far infrared (Intertek TWNT02039201)

1. Washable by water and hand with water temperature <40 ℃.

2. Non-chlorine bleach, neutral detergent recommended. 

3. Gentle scrubbing wash, and don’t wring it but ventilate to dry 

without sun exposure.

Washing

【NOTICE】

The product is unrelated to the diagnosis, cure, mitigation, 

prevention, or treatment of a disease or condition.

======== RedEye W ========



Blinking red: Power off and re-start to use. Recharge the power bank to full. 

No heating: Clean the connector. Make sure the power input is 5V/2A or higher 

than 2A. Make sure the power bank is working. 

If it is still not working after the troubleshooting, please contact your local suppliers. Do not take it apart on your own. 

Troubleshooting

Accessory Temp. indication Temp. adjustment

HIGH
MIDDLE
LOW

USB-A Magnetic connector

1. Plug USB-A to 5V power and place the magnetic connector to the base on the belt. 

2. Click the temperature adjustment button and it shows red for high-level mode. 

3. Click in sequence to show red → blue → green → OFF.

4. Clean the connector using a soft and dry cloth to avoid reduction of heating levels.

5. Do not wring the belt by force. Use a towel to absorb the water and hang it to dry after 

washing. 

6. Pay attention to use for elders who are slow response to heat. Stop to use when allergy 

occurs. 

Start to use

Controller

Red：48℃,max
30 min. a session

Blue：45℃,max
30 min. a session

Green：42℃,max
60 min. a session



The copyright of the instructionsforusebelongsto Taiwan RedEye Biomedical Inc.
The picturesin thisuser manual are only for instruction,and please give the priorityto thereal products.  
The right of explanationand revisionbelongsto Taiwan RedEye Biomedical Inc.
Ifyou have anyquestionsand concerns withthe instructionsfor use, please contactus.
Address: 11F-2,No. 118,Ciyun Rd.,Hsinchu300,Taiwan
Servicenumber: +886-3-575-0701 Service mailbox: service@redeyebmi.com
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